Patients with diabetes generally prefer insulin pens over vial and syringe because of the ease of use, discreetness of injection, and portability of the pens.
comprised 1 single measurement of each target dose per pen according to ISO 11608-1:2012 requirements. 12 Consequently, instead of 30 pens as per the former ISO standard, 13 60 pens of each pen type were investigated. Furthermore, each target dose was delivered from the front one-third, middle one-third, and rear one-third of the pen cartridge with a corresponding transfer step in between the doses (Figure 1 ).
Target doses of 1 U (minimum), 40 U (middle), and 80 U (maximum) were ejected and measured for each pen. All measurements were performed by a single investigator to eliminate potential investigator variability. The individual insulin pens were operated according to each manufacturer's instruction leaflet. The plunger was kept depressed after each dose for 10 seconds and 6 seconds for SS and FT, respectively, to ensure that the entire dialed dose had been expelled. Each dose was deposited in a beaker containing a 0.5-1 cm layer of liquid paraffin. The dose was weighed immediately using an analytical balance (XP205/M, Mettler Toledo AG, Gießen, Germany) with an accuracy of 0.00001 g. The balance was zeroed before each dose of insulin was deposited and weighed. Weights were corrected for the relative density of each insulin formulation (1.0066 for insulin aspart; 1.0072 for insulin glulisine). For each dose application, a new injection needle was used and an air shot included before the injection.
The arithmetic average of the actual doses was calculated, as well as the standard deviation, the average deviation (percentage) from the target dose, and the statistical tolerance interval. The evaluation of dose accuracy was based on the guidelines of the ISO 11608-1:2012, 12 allowing a deviation not more than ± 1 U at the 1 U (0-2 U) dosage level, ± 5% (± 2 U) at the 40 U (38-42 U) dosage level, and ± 5% (± 4 U) at the 80 U (76-84 U) dosage level. In addition, the calculated statistical tolerance interval for each pen should lay within the specified upper and lower acceptance limits for each target dose by using a 95% confidence interval and probability content of P = .975 for 60 measurements. 12 To compare the dose accuracy of SS and FT, statistical analysis was performed using Student's t test. A P value < .05 was considered to be statistically significant.
Results
Both insulin pens showed excellent dosing accuracy at all dosage levels ( Figure 2) . The average values of the actual measured doses were closer to the target dose for SS at all 3 dosage levels compared with FT (Table 2) . Differences between average values of the actual dose from the target dose were statistically significant at the middle 40 U dose (SS: −0.12; FT: −0.34; P = .009) and the maximum 80 U dose (SS: −0.36; FT: −0.67; P = .008) in favor of SS; the difference was not significant at the minimum 1 U dose (SS: +0.03; FT: +0.04; P = .417). The average relative deviation of the actual dose from the target dose was +2.69% and +3.91% at the minimum, −0.31% and −0.85% at the middle, and −0.45% and −0.84% at the maximum dose for SS and FT, respectively. No single dose of SS or FT was detected outside the specified limits, and the statistical tolerance intervals defined by the ISO standards were met by both pens at all 3 dosage levels ( Table 2 ). 
Discussion
The present study demonstrates that both SS and FT meet the new ISO 11608-1:2012 12 requirements for dosing accuracy at ambient temperature. Applying the new dosing scheme with single measurements of each target dose delivered from the front, middle, and the rear one-third of the pen and the higher sample size of 60 pens for each pen type, the average deviation between actual and target dose and the standard deviation remained very low for both pens.
In addition to the significantly better dosing accuracy at maximum dose (80 U) with SS reported by Bohnet et al 7 when applying ISO 11608-1:2000, 13 the current study revealed significantly closer actual doses with SS at 40 U and 80 U compared with FT. However, the difference in dosing accuracy between SS and FT cannot be considered clinically relevant.
Wielandt et al 14 reported significantly better dosing accuracy for FT than SS at 1 U. This could not be confirmed according to the new standard in the current study where equivalent results were obtained with the 2 pens. Götzche et al 15 also reported equivalent dosing accuracy according to the new ISO requirement at 1 U, 40 U, and 80 U for SS and FT. However, contrary to the new ISO 11608-1:2012 12 requirement, only 30 insulin pens with a dosing scheme comprising 2 single measurements of each target dose per pen were used. In the current study, all single doses, 180 with each pen, were delivered within the ISO limits, despite the larger pen sample size.
The current results confirm the excellent dosing accuracy for SS 4, [7] [8] [9] [10] [11] 14 demonstrated in previous studies performed according to ISO 11608-1:2000. 13 Furthermore, the results demonstrate that the spring-loaded mechanism of FT, which is less dependent on the operator than SS, does not translate into a dosing accuracy advantage compared with the manually operated SS.
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